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Folder # 1602678 Order # 11173404 Supplier First Quality
Report Date 2/23/2016 Client Reference
Inventory ID 539645
First Quality Products UL Sample ID 1602678001
Attn: Dana M. Walker Client Sample ID PV-011 Prevail Small Adult A8
PO Box 270, 121 North Road
McElhattan, PA 17748 Lot # N/A
Product Identification Results
Pad Weight, grams ;
Average Pad Weight 49.08, 50.37, 51.87, 51.10, 50.94
Average: 50.67
Replicate Range 49.08 — 51.87
Rate of Acquisition, seconds™”
Replicate 1 25.84
Replicate 2 24.06
Replicate 3 25.28
Replicate 4 24.34
Replicate 5 23.66
Replicate Average 25
Replicate Range 23.66 - 25.84
Rewet, grams")
Replicate 1 0.28
Replicate 2 0.39
Replicate 3 0.36
Replicate 4 0.38
Replicate 5 0.54
Replicate Average 0.39
Replicate Range 0.28 - 0.54
Total Absorption Capacity, gramsw
Replicate 1 1025.42
Replicate 2 1036.53
Replicate 3 1132.93
Replicate 4 1179.50
Replicate 5 1208.16
Replicate Average 1116.51
Replicate Range 1025.42 - 1208.16
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similar products. Samples not destroyed in testing will be held a maximum of 30 days. To provide feedback to UL please visit www . UL.com.
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Folder # 1602678 Order # 11173404 Supplier First Quality
Report Date 2/23/2016 Client Reference
Inventory ID 539645
First Quality Products UL Sample ID 1602678001
Attn: Dana M. Walker Client Sample 1D PV-011 Prevail Small Adult A8
PO Box 270, 121 North Road
McElhattan, PA 17748 Lot # N/A
Product Identification Results
Retention Capacity, gramsm

Retention Capacity 1 281.02

Retention Capacity 2 249.03

Retention Capacity 3 299.23

Retention Capacity 4 295.50

Retention Capacity 5 284.26

Retention Capacity Average 281.81

Replicate Range 249.03 —299.23

Air Permeability, cfm

Air Permeability — Average 649
Air Permeability — Maximum 688
Air Permeability — Minimum 563
Air Permeability - Replicate 1 649
Air Permeability - Replicate 2 645
Air Permeability - Replicate 3 683
Air Permeability - Replicate 4 599
Air Permeability - Replicate 5 679
Air Permeability - Replicate 6 659
Air Permeability - Replicate 7 688
Air Permeability - Replicate 8 563
Air Permeability - Replicate 9 663
Air Permeability - Replicate 10 660

I'Medi-Cal Method: 100mL insult
NSO Method; 11948-1
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