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First Quality Products UL Sample ID 1424549003
Atin: Robert Sames Client Sample 1D CRB-014/1 ProCarg X-Large Breathable Adult
121 North Road Briefs
McEthattan, PA 17748 Lot# 14 200 £32

? Product Identification Results _ ) m:mjm_” ' J

Rate of Acquisition, seconds'”

Replicate 1 40.42
Replicate 2 40.00
Replicate 3 42.10
Replicate 4 4022

\ : Replicate 5 41.40
Replicate Average 40.8
Replicate Range 40.09 - 42.10

Rewet, grams'”

Replicate | 0.30
Replicate 2 0.23
Replicate 3 0.17
Replicate 4 0.13
Replicate 5 0.15
Replicate Average 0.20
Replicate Range 0.13-0.30
Total Absorption Capacity, grams™®
Replicate 1 1617.86
Replicate 2 1629.80
Replicate 3 1597.65
Replicate 4 1542.20
Replicate 5 1647.14
Replicate Average 1607
Replicate Range 1542.20 - 1647.14
Retention Capacity, gramsm
Retention Capacity | 364.26
Retention Capacity 2 414.90
Retention Capacity 3 362.55
Retention Capacity 4 385.80
Retention Capacity 3 394.04
Retention Capacity Average 384
Replimte Range 362.55 - 414.90 Pagc 56f12

This report i rendered upon the candition that it 1s not to be reproduced wholly er in part for advertising or other purposes over our signatire or in connection with our
ame without special permission in writng Our letters and reports apply to the samples wsted and are not necessartly mdicative of the qualiies of anparently jdentical o

similar products. Samples not destroyed in testing will be held a maximum af 30 days. To provide leedback 1o UL please visit www Uil com,
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Product Identification

Results

Dimensions, inches

Length

Width

Air Permeability, ¢fin

Air Permeability - Replicate !
Air Permeability - Replicate 2
Air Permeability - Replicate 3
Air Permeability - Replicate 4
Alir Permeability - Replicate §
Alr Permeability - Replicate 6
Air Permeability - Replicate 7
Air Permeability - Replicate B
Air Permeability - Replicate ©
Ajr Permeability - Replicate 10
Air Permeability - Average
Replicate Range

40.6250, 40,6230, 40.6250, 40.5000, 40.6250
Average: 40.6000

31.2500, 31,0060, 31.1250, 31.0000, 31.0060
Average: 31.0750

*Amended 2/19/2015 to update air permeability units from mm/'s to cfim

2015.02.19

11:53:13 -05'00°

Diana Fegan
Client Services Specialist I

“"Medi-Cal Method: 200mL
180 Method; 11948.1
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