UL

Laboratory Report 85 John Road
Canton, MA 02021
Phone: 781-821-2200
Fax: 781-821-9266
www.UL.com
Folder # 1418087A Order # 10468514 Supplier First Quality
Report Date 8/29/2014 Client Reference
Inventory ID 448993
First Quality Products UL Sample ID 1418087001
Attn: Robert Sames Client Sample ID PV-517 Prevail Super Plus Absorbency
121 North Road Underwear 2X-Large
McElhattan, PA 17748 Lot # 14 130 E25
Product Identification Results

Dimensions, inches
Length

Width

Rate of Acquisition, seconds")

Replicate 1
Replicate 2
Replicate 3
Replicate 4
Replicate 5
Replicate Average
Replicate Range

Rewet, grams(l)

Replicate 1
Replicate 2
Replicate 3
Replicate 4
Replicate 5
Replicate Average
Replicate Range

Total Absorption Capacity, grams®

Replicate 1
Replicate 2
Replicate 3
Replicate 4
Replicate 5
Replicate Average

2014.08.29 Replicate Range

T 11:37:13 -04'00"

Diana Fegan
Client Services Specialist I

44.750, 45.0, 45.375, 44.750, 45.375
Average: 45.05

42.125,42.250, 41.875, 42.125, 41.875
Average: 42.05

22.47
21.18
25.91
23.75
21.43
22.95

21.18 - 25.91

0.16
0.15
0.18
0.17
0.13
0.16

0.13-0.18

)

1487.52
1497.62
1494.26
1394.17
1382.74
1451.26

1382.74 - 1497.62

M Medi-Cal Method; 100 mL insult
@ 1SO Method 11948-1
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This report is rendered upon the condition that it is not to be reproduced wholly or in part for advertising or other purposes over our signature or in connection with our
name without special permission in writing. Our letters and reports apply to the samples tested and are not necessarily indicative of the qualities of apparently identical or

similar products. Samples not destroyed in testing will be held a maximum of 30 days. To provide feedback to UL please visit www.UL.com.




UL

Laboratory Report 85 John Road
Canton, MA 02021
Phone: 781-821-2200
Fax:  781-821-9266
www.UL.com
Folder # 1424757B* Order # 10595232 Supplier First Quality
Report Date 12/8/2014 Client Reference
Inventory ID 463442
First Quality Products UL Sample ID 1424757001
Attn: Robert Sames Client Sample ID PV-517 Prevail XX-Large Underwear Super
121 North Road Plus Absorbency
McElhattan, PA 17748 Lot # 14 130 E25
Product Identification Results j
Retention Capacity, grams(l)
Retention Capacity 1 661.22
Retention Capacity 2 638.11
Retention Capacity 3 595.39
Retention Capacity 4 597.98
Retention Capacity 5 685.94

Retention Capacity Average

Replicate Range

Air Permeability, cfm

Air Permeability - Replicate 1 188
Air Permeability - Replicate 2 201
Air Permeability - Replicate 3 198
Air Permeability - Replicate 4 196
Air Permeability - Replicate 5 195
Air Permeability - Replicate 6 168
Air Permeability - Replicate 7 177
Air Permeability - Replicate 8 161
Air Permeability - Replicate 9 178
Air Permeability - Replicate 10 169
Air Permeability - Average 183
Replicate Range 161 - 201

635.73

595.39 - 685.94

*Amended 2/19/2015 to update air permeability units from mm/s to cfm.

Kimberly Rider

Digitally signed by Kimberly Rider

DN: cn=Kimberly Rider, o=UL, ou=UL,
email=kimberly.rider@ul.com, c=US

Date: 2015.02.27 08:00:12 -05'00'

Kimberly Rider,

Client Services Coordinator

This report is rendered upon the condition that it is not to be reproduced wholly or in part for advertising or other purposes over our signature or in connection with our
name without special permission in writing. Our letters and reports apply to the samples tested and are not necessarily indicative of the qualities of apparently identical or

MISO Method; 11948.1
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similar products. Samples not destroyed in testing will be held a maximum of 30 days. To provide feedback to UL please visit www.UL.com.



