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Product Identification Results

Pad Weight, grams
Average Pad Weight

Replicate Range

Rate of Acquisition, seconds™”

Replicate 1
Replicate 2
Replicate 3
Replicate 4
Replicate 5
Replicate Average
Replicate Range

Rewet, gramsm

Replicate 1
Replicate 2
Replicate 3
Replicate 4
Replicate 5
Replicate Average

Replicate Range

Total Absorption Capacity, grams(

Replicate 1
Replicate 2
Replicate 3
Replicate 4
Replicate 5
Replicate Average

Replicate Range

44.42, 45.64, 44.73, 45.05, 46.89
Average: 45.35

44.42 — 46.89

2)

27.91
25.03
26.56
23.62
25.94
26

23.62 - 27.91

0.14
0.17
(I
0.14
L
0.15

0.14 - 0.17

842.48
865.26
845.47
855.75
898.31
861.45

842.48 - 898.31
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This report is rendered upon the condition that it is not to be reproduced wholly or in part for advertising or other purposes over our signature or in connection with our
name without special permission in writing. Our letters and reports apply to the samples tested and are not necessarily indicative of the qualities of apparently identical or

similar products. Samples not destroyed in testing will be held a maximum of 30 days. To provide feedback to UL please visit www.UL.com.
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Product Identification Results

Retention Capacity, gramsm

Retention Capacity 1 270.78
Retention Capacity 2 268.66
Retention Capacity 3 268.57
Retention Capacity 4 266.05
Retention Capacity 5 305.51
Retention Capacity Average 275.91
Replicate Range 266.05 - 305.51
Air Permeability, ¢fm
Air Permeability - Average 205
Air Permeability - Maximum 224
Air Permeability - Minimum 190
Air Permeability - Replicate 1 224
Air Permeability - Replicate 2 218
Air Permeability - Replicate 3 195
Air Permeability - Replicate 4 201
Air Permeability - Replicate 5 190
Air Permeability - Replicate 6 202
Air Permeability - Replicate 7 205
Air Permeability - Replicate 8 222
Air Permeability - Replicate 9 200
Air Permeability - Replicate 10 197
Replicate Range 190 - 224

UMedi-Cal Method; 100mL insult

SO Method; 11948-1
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